ABSTRACT: Magnetic nanoparticles and their ability to convert electromagnetic energy into heat are of explicit interest for various applications. However, precise quantification of their heating efficiency is not always upfront, and several parameters render comparative studies challenging. This paper describes the theory behind lock-in thermography, a new technique for quantifying the heating properties of magnetic nanoparticles. This technique allows the investigation of some of the potential sources of variability: key factors such as magnetic field inhomogeneity and its effects on the heating power are explored in detail. The presented results, obtained from various nanoparticle batches of different origins, highlight the importance of pursuing a standardized and systematic approach when quantifying the heating efficiency of magnetic nanoparticles.
INTRODUCTION
Superparamagnetic iron oxide nanoparticles (SPIONs) are known for their unique magnetic properties 1−4 that render them suitable for biomedical applications and diagnostics. 1, 3, 5 Their ability to convert magnetic energy, i.e., from an alternating magnetic field (AMF), into heat has become of particular interest in the past years. 1, 3, 6 This effect, i.e., a result of relaxation processes related to their superparamagnetic behavior, is highly valued in material-related and medical technology, 3, 7, 8 and prospective applications of these materials include their use as local cancer cell eradicators (i.e., via magnetic fluid hyperthermia) 9−12 or actuators for controlled drug release. 13−16 However, the success of these implementations ultimately relies, among many other different parameters, on the intrinsic properties of the nanoparticles, which must be optimal to comply with high medical quality standards. 1, 17 The capability of SPIONs to convert electromagnetic energy into heat is primarily dictated by the chemical and physical properties of the material (e.g., particle size, polydispersity, crystallinity, coating and colloidal stability) 17−22 as well as the stimulus 23, 24 (i.e., the magnetic field strength and frequency). In turn, this bilateral relationship renders comparative studies challenging, mainly due to the operative differences between research groups with regards to materials, experimental setups and data analysis protocols. 23,25−28 To date, different techniques to quantify the heating power of SPIONs have been implemented. 29 Some of them rely on calorimetric tests, where SPIONs temperature is directly measured during AMF stimulation using different probes (e.g., fiber optic cables, thermocouples, IR cameras). 30 Other techniques are based on magnetic measurements, such as AC magnetic susceptibility, 31, 32 determination of the particles' hysteresis loops, 33 or the combination of both. 34 However, hysteresis loop determination can only be used with ferro/ ferrimagnetic particles, as SPIONs do not show magnetic hysteresis in quasi static measurements. 25 Recently, a new sophisticate technique that use magnetic nanoparticles as nanothermometers to quantify the temperature and particle concentration inside tissues was proposed. 35 This technique is based on the real-time measure of magnetization and magnetic susceptibility, and allows contact-less quantification of heat with high precision. It can therefore represent a first step toward real-time and accurate heat quantification in vivo, which is an essential step toward implementation of magnetic hyperthermia in clinic. 36, 37 Nowadays, the most commonly used and reliable systems for probing the heat of SPIONs are fiber optic cables, which can record information from the colloidal suspension. However, the results are dependent on the spatial position of the temperature sensor. 23 An overall impression of the sample (i.e., large surface areas), which would be beneficial for large-scale comparative studies (e.g., well-plate analysis) and fast throughputs, is also not provided.
An interesting alternative to fiber optic cables is the application of thermal imaging systems. Thermal imaging consists of measuring and imaging the thermal emission of every object that is at a temperature above 0 K and different to the environment. This procedure is contactless and appropriate for both liquid and solid samples. If the experimental conditions are well-defined, such as ambient temperature, sample emissivity, or humidity, thermal imaging allows measurement of the sample surface temperature with reasonable accuracy (17 mK) . Large surface areas can be probed, and data can be recorded from a safe distance from any disruptive medium (e.g., a magnetic field). Affordable infrared microbolometer cameras are nowadays offered by various companies as a replacement for optical-fiber-based temperature sensors. An exhaustive description of thermal imaging can be found in the work of Vollmer and Mollmann. 38 Nonetheless, thermal imaging still suffers from several drawbacks. First, the sensitivity is somewhat limited (i.e., 40 mK for affordable microbolometer cameras). Second, measurements are usually performed under nonadiabatic conditions and are drastically influenced by external parameters such as the ambient temperature or the sample holder.
Regardless of the experimental setup, scientists and clinicians usually quantify the heating power in terms of specific absorption rate (SAR), 18 which describes the rate at which electromagnetic energy is absorbed by a unit mass of magnetic material. Experimentally, the SAR is usually obtained by standard calorimetric methods, 30 which are generally favored over magnetic techniques mostly due to the lack of experimental setups operating within clinical norms. 9, 11 Nonetheless, the SAR is not an optimal comparative unit, as the heating power is influenced by the magnetic field strength and frequency, 18 thereby implying that a further normalization step is necessary. 39 In this context, it has been reported that for frequencies and field strengths typically used in clinical settings, 40 the SAR can be considered as inversely proportional to the frequency and to the square of the magnetic field.
18,39
When applied, this normalized value is referred to as the "intrinsic loss of power" (ILP). 39 The ILP can be particularly useful in comparing results among peers 18 and is valid under certain conditions related to field strength, frequency and crystalline polydispersity index. 39 However, despite being promoted as a field-and frequencyindependent parameter, it neglects the magnetic field dependence of the magnetic susceptibility, 23, 39, 41 a factor that, as described by the linear response theory (LRT), 18 leads to a complex dependence between the heat generated by the nanoparticles and the applied magnetic field strength.
In addition, other factors may also affect the comparative value of the data. These have been summarized in a recent review 25 and include the initial temperature of the colloidal suspension and the sample holder itself (e.g., shape and thermal properties). 26 Besides these parameters, another rarely addressed source of disparity is the stimulus itself: AMFs are usually only homogeneous over small spatial regions, 42, 43 implying that such measurements are position-dependent, and therefore can be setup-and/or operator-specific.
In this study, we address some of these crucial variables with a system based on lock-in thermography (LIT). 44−46 In a previous article we reported the use of this approach in investigating SPIONs and their heating power. 47 In this paper, we describe the theory behind the LIT method and use the lock-in technique to evaluate field inhomogeneity and ILP field dependency. As a first step, we derived the analytical relationship between the SAR and the signal amplitude resulting from the lock-in demodulation. We then designed a sample holder that minimizes heat dissipation and assures quasi-adiabatic measurement conditions. Finally, by combining the LIT setup, the customized holder and SPIONs as calibration units, we created a map of heating profiles of the magnetic nanoparticles within the coil, which was converted into a map of the magnetic field strength inside the coil, thus determining the extent of the inhomogeneities. This information was then used as a starting point for an in-depth field-strength-dependent investigation on magnetic nanoparticles of different synthetic origins. These experimental results, complemented by numerical simulations, highlight the relationship between the ILP and effective AMF strength, in particular showing that ILP tends to increase at low magnetic field strengths. In turn, this dependence, which is associated with the magnetic susceptibility of the particles, can complicate the use and interpretation of the ILP.
THEORETICAL BASIS
2.1. Measuring the Heating Power (SAR and ILP): Numerical Models. The SAR and ILP values are simulated in this work based on the LRT 18 to obtain a reliable reference to the experimental data. First, the magnetic size distribution of the nanoparticles was obtained by fitting the magnetization curve M (measured at room temperature) with a Langevin model:
M d is the saturation magnetization of the magnetic particles suspension (M d = φM S , where M S is the saturation magnetization of a particle and φ is the mass fraction of particles in the suspension), D the maximum diameter, P(x) dx the fraction of particles with a diameter between x and x + dx, and L(x) is the Langevin function, describing the magnetization of spherical superparamagnetic particles with size x for a given magnetic field intensity B 0 :
Here T is the absolute temperature and k b the Boltzmann constant. Three functional forms of the size distributions have been tried in eq 1: log-normal, Γ, and Weibull. All of these contain two adjustable parameters that are related to the mean size and variance. When fitted to the experimental magnetization data, all forms provided similar results. The resulting magnetic size distributions P(x) are shown in Figure S2 (Supporting Information), together with the size distribution determined by transmission electron microscopy (TEM). One can observe that the magnetic size distributions are substantially different from the TEM-measured distributions, with the former being characterized by much smaller sizes than those measured from the TEM micrographs. Similar results have been reported in the literature for highly monodisperse particles prepared by high-temperature organic decomposition routes. 49 This suggests that the crystallinity of the particles is not homogeneous throughout the entire sample (Supporting Information, Figure S3 , for X-ray diffraction patterns). In this work, we have used the Weibull distribution to describe the magnetic size distribution of SPIONs as it gives the best fit with the experimental values. By using the magnetic size distribution, the SAR values of the particles were computed for the four experimentally probed magnetic field intensity values, as follows:
In eq 3, μ 0 is the magnetic permittivity, H 0 is the magnetic field amplitude (B 0 = μ 0 H 0 ), and f is the frequency of the applied magnetic field. The equilibrium susceptibility is
In eq 4, V p is the core particle volume, ρ is the particle density and ξ is defined as
One can note that the equilibrium susceptibility has a nonlinear dependence on the magnetic field. It can be seen clearly that, for sufficiently small values of the parameter ξ, i.e., for small values of the applied magnetic field, the susceptibility is independent of the magnetic field, while for high values of the parameter ξ, the susceptibility is inversely proportional to the applied field.
The decay time τ is a combination of two characteristic times, one from Brownian relaxation and the other for Neel relaxation:
In eq 6, η is the dynamic viscosity of the liquid surrounding the particle, V H the hydrodynamic volume of the particle (assumed for the calculations to be monodisperse, given the narrow TEM-measured size distribution of the SPIONs synthesized in this work) and K V the magnetocrystalline anisotropy constant. The characteristic time constant τ 0 is set to ∼10 −9 s, i.e., the value commonly used in the literature. 18 The magnetocrystalline anisotropy constant, assumed to be independent of the particle size, 50 was used as an adjustable parameter to match the experimental SAR data. The magnetocrystalline anisotropy constant values change slightly with the functional form of the size distribution used. Two different values of magnetocrystalline anisotropy constants (in the case of Weibull size distribution) have been used for the two types of particles synthesized in this work. In the case of citratecoated particles, K v = 18000 J/m 3 , while in the case of poly(vinyl alcohol) (PVA)-coated particles, K v = 13500 J/m 3 . The ILP is defined as usual by
2.2. Measuring the Heating Power (SAR and ILP): Analytical Models. Below we develop a simple mathematical model to describe the method used for the extraction of SAR and ILP values. We consider an idealized, homogeneous and isolated sample of a defined volume placed inside an alternating magnetic field (Figure 1 .A) whose amplitude takes the form:
where H 0 is the maximal field amplitude. For sufficiently high frequency values, ω 0 , the particles will act as heat sources because of the hysteresis created by their magnetic dipole not being able to follow the rapid magnetic field oscillations. We neglect all temperature gradients inside the sample, which is in liquid state, and the temperature of the environment is considered constant and equal to T 0 . The heat losses to the environment originate from convection, conduction and radiation phenomena. If the sample and its holder are opaque to infrared radiation, emission only occurs at the sample surface. The heat losses from radiation (in W) are given by the Stephan−Boltzmann law:
where a is the sample surface (in m 2 ), σ is the Stephan− Boltzmann constant, and ε the sample surface emissivity. This emitted radiation is directly captured by the thermal imaging system placed above the sample holder. If the sample surface emissivity and the environment temperature are known, and if the camera objective is placed not so far away from the sample such that absorption by the atmosphere can be neglected, the sample temperature can be calculated using calibration files given by the camera producers. Convection losses occur at the Schematic of the thermal imaging setup (A). The sample is placed inside an alternating magnetic field (AMF) while an infrared camera monitors the sample surface temperature. The sample holder material and dimensions are carefully chosen to ensure quasi-adiabaticity. SAR extraction using the initial slope method (B). Unlike the initial slope method (B), the LIT technique is based on the periodic modulation of the AMF intensity (C). After a thermal relaxation period, the sample temperature oscillates around a mean value and the oscillation amplitude can be used to compute the SAR. sample surface, while conduction losses occur between the sample and its holder.
If we assume the total losses to be linear (which means that the heat losses are dominated by conduction and convection, and radiative transfer is linearized for sufficiently low temperature differences between the sample and the ambient environment), the sample temperature evolution T(t) is obtained by solving the following standard energy balance equation:
Here C is the sample heat capacity in J/K, L the total losses in W/K, and P(t) the power dissipated inside the sample in W, which is a function of time. In a first step, we assumed that the temperature dependence of the dissipated power, which is highly nonlinear, can be neglected, thus keeping eq 10 linear in the temperature. This approximation is once more justified by the small increase in temperature of the sample upon exposure to a magnetic field. eq 10 is solved using the proper initial conditions T(0) = T 0 and the time-dependent dissipated power P(t). We introduce the dimensionless parameters
where P 0 is the maximal power (in W). Note that the SAR is defined as
where m MNP represents the mass of magnetic sample (in g). eq 10 becomes
Using a Laplace transformation, we derive the standard solution of eq 13, and obtain the following solution:
2.2.1. Initial Slope Method. Determining the initial slope is the most straightforward and extensively method used to retrieve the SAR. The AMF is switched on at t = 0. In this case, f(t) takes the form of a step function:
eq 14 then becomes
A simple fitting procedure ( Figure 1B ) allows the extraction of β, which leads to the determination of the SAR, according to eq 12.
However, the initial slope method presents some limitations in the data analysis. First, upon the application of the magnetic field, the sample temperature takes some time to increase. This delay in heating must be considered when fitting the curve. Moreover, identifying the precise region of the curve to be fitted can be misleading, and several errors can be introduced while fitting nonadiabatic parts of the curve. 23 Different additional methods have been proposed in the literature to overcome these limitations, such as the "corrected slope method", the "box−Lucas method", the "decay method" 23 and methods based on measurements in nonadiabatic conditions. 51 We recently proposed the use of lock-in thermal imaging (LIT) instead. 47, 52 In this technique, the amplitude of the magnetic field is harmonically modulated at a defined frequency, while the resulting sample temperature is processed according to the digital lock-in principle. 46 Because of the averaging nature of the technique, this approach allows high sensitivity. We demonstrate below how the SAR can be extracted from the demodulated LIT signal.
2.2.2. Harmonic Amplitude Modulation of the Magnetic Field. We now consider a harmonic modulation of the amplitude of the alternating magnetic field so that
where T mod represents the period of the amplitude modulation ( Figure 1C ). The dissipated power shows a nonlinear dependence on the applied magnetic field amplitude, as shown in eq 4. However, there are two limiting cases worth considering. The first is when the dissipated power is linearly proportional to the field, which occurs for high amplitude magnetic fields. The second case is when the dissipated power is quadratically dependent on the applied magnetic field, which happens at low magnetic fields. We will restrict ourselves here to the former case, making a more general discussion later. In the case of a linear dependence, we have
And the time-dependent solution of eq 14 becomes Here we introduced the parameter δ, defined as
The time-dependent temperature signal can be seen as the sum of two terms: a harmonic part: (21) and an "exponential-like function":
Calculating the amplitude of the first harmonic of the Fourier transform of h(t) we get:
If the losses happen on a much longer time scale than the modulation period, i.e., γ ≫ T mod , A simplifies to
so that
mod MNP (25) In order to verify whether γ ≫ T mod , an estimation of the typical value of the characteristic time τ is carried out. In the case of the experiments carried out in this work, the most important mechanisms responsible for heat transfer are natural convection and radiation.
The heat transfer coefficient h due to natural convection can be computed according to the following semiempirical equation: 
Ra is the Rayleigh dimensionless number, k is the air thermal conductivity, g is gravity acceleration, l is the characteristic size of the sample holder (i.e., its depth), μ is the air viscosity, α is the air thermal diffusivity, and Δρ is the difference between the air density in the air bulk and at the sample surface. By calculating the air density from the ideal gas law, considering a temperature difference between the sample surface and the bulk air of 5°C, and using literature values for all the other parameters (μ = 1.827 × 10 
In the latter equation, T s is the surface temperature of the sample and T 0 the bulk temperature of air, which is the ambient temperature. With the usual 5°C difference, and by assigning to air an emissivity ε equal to 1, h rad = 6.16 W/m 2 /K. Therefore, the total heat transfer coefficient is the sum of the two, and is roughly equal to 10 W/(m 2 /K). Under these conditions, considering the volume of the sample holder filled with water, the error of using eq 24 instead of eq 23 is about 4%. This justifies the aforementioned assumption.
Sometimes a purely harmonic modulation is not easy to produce, and a square wave function is chosen (the magnetic field is then switched on and off periodically). Such a square wave function can be decomposed as a series of harmonic functions:
This has almost no effect on the SAR determination, as higher harmonics are filtered out by the lock-in demodulation procedure. In that case, we obtain for the amplitude:
The corresponding SAR value is given by
In the case of a quadratic dependence of the dissipated power on the applied magnetic field amplitude, we have
Most of the analysis just described can still be applied, by noticing that
The quadratic term leads to a second order harmonic, which will not affect the SAR determination. Similarly, the nonlinear dependence of the dissipated power on the magnetic field, in the transition regime between the quadratic and linear dependence of the field, can be well approximated with a power law:
The exponent α is between 1 and 2. Using Newton's binomial theorem, we have 
It can be shown that only odd powers give a contribution to the first harmonic. eq 14 then becomes
By performing the integral, and keeping only the terms corresponding to the first harmonic contributions, we obtain the following expression: 
Therefore, the procedure outlined to obtain the amplitude of the first harmonics can be generalized, leading to the following result: 
It turns out that this result is almost identical to 
Incidentally, the result is identical to eq 23 in the cases of α = 1 and α = 2, and in all other cases, the difference is never larger than about 6%. 2.2.3. LIT Algorithm. The periodic sample temperature variations can be decomposed in Fourier series:
where ω = π T mod 2 mod and:
The aim of LIT is to calculate the amplitude A defined as
Different algorithms have been proposed in the literature to perform this task. 54, 55 In our experiment, temperature measurements are achieved synchronously with the periodic amplitude modulation of the magnetic field, and the modulation frequency (1 Hz) is low in comparison to the infrared camera framerate (above 50 Hz). In these conditions, as stated by Breitenstein, 46 synchronous two-channel correlation is the optimal digital demodulation algorithm. The direct advantage of this method is experimental: the transient temperature signal does not need to be stored in the computer or camera memory, and the correlation can be achieved in real time. This way, the experiment can be stopped when the desired sensitivity has been reached.
2.3. Compensation of the Non-Steady-State Heating. The digital lock-in demodulation algorithm works under the assumption that the sample temperature has reached a quasisteady state, i.e., the temperature oscillates around a mean value (Figure 1.C) . In reality, the temperature will initially drift during a thermal relaxation time that is dependent on the thermal interaction of the sample with its environment (conduction and convection). Theoretically, one should wait until the quasi-steady state has been reached, but practically this can take several minutes.
Different algorithms have been proposed in the literature to compensate for these drifts. 46 For example, Breitenstein presented an elegant solution called the "gedanken experiment" 56 that allows compensation for the drift online without the need for storing all of the images in the computer memory.
We adapted an even simpler version of this compensation. The initial nonsteady-state temperature signal is divided into several segments (one segment per modulation period) that are subtracted from the transient temperature. The Fourier transformation being linear, this operation can also be performed after demodulation. The corrected amplitude takes the form:
where T f is the final temperature, T i the initial temperature, and n the number of modulation cycles achieved. As for the "gedanken experiment" proposed by Gupta and Breitenstein, 56 this simple correction can be achieved without the need for storing all of the images on the computer memory.
Sample holder.
We have previously made the assumption that the sample was homogeneous and neglected temperature gradients inside the sample. In LIT, this holds true only if the sample dimensions are much larger than its so-called thermal diffusion length (λ), defined as
where k is the thermal conductivity of the sample in W/(m/°C ) and ρ its density in kg/m 3 . C is the heat capacity as defined above, and T mod is the period of the modulation frequency. When the sample dimension exceeds λ, the sample can be considered as an "extended heat source". 46 On the other hand, too-large sample dimensions should be avoided due to inhomogeneities in the AMF. 26 Besides the sample dimension, the material of the holder as well as its thickness need to be carefully selected as well. In achieving this goal, the diffusion length of the material λ indicates how deep thermal waves propagate into the material for a defined modulation frequency. 46 By setting the sample holder thickness much larger than the diffusion length, we assured that the sample behaves quasi-adiabatically. Such a sample holder is referred to in the literature as "thermally thick". 46 If the same rule is applied to the minimal distance separating two neighboring cuvettes, any potential thermal interactions between the different samples are mitigated.
EXPERIMENTAL METHODS
3.1. Iron Oxide Nanoparticles. 3.1.1. In-House Origin. SPIONs were synthesized by thermal decomposition using a modification of a previously described method, 2,57 yielding nanoparticles with low polydispersity and a core diameter of 20.9 ± 1.5 nm (average ± SD, n = 1770). Briefly, an iron oleate complex was prepared by reacting iron-III-chloride (FeCl 3 · 6H 2 O) with sodium oleate. This complex was thermally decomposed in the presence of oleic acid at 320°C in a high-boiling solvent for 1 h (details highlighted in Supporting Information). The resulting colloidal dispersion was then rapidly cooled, and the nanoparticles were separated and washed by sequential centrifugation. The resulting oleic acid coated nanoparticles were redispersed in hexane and stored at 4°C . A two-step ligand exchange procedure was performed to transfer the nanoparticles to polar solvents. 4, 58 Oleic acid was first replaced by citric acid in order to render the hydrophobic particles hydrophilic. For this, the hydrophobic SPIONs were precipitated with ethanol and a strong magnet and subsequently redispersed in dichlorobenzene and N,Ndimethylformamide (ratio 1:1). Citric acid (pur. 99%, SigmaAldrich) was then added to the mixture (1.2 mg CA/mg Fe). The reaction was magnetically stirred and maintained at 100°C for 24 h. Following this, the nanoparticles were precipitated with 200 mL of diethyl ether and recovered with a magnet. The particles were washed three times in acetone and finally redispersed in distilled water. As a second step, the citric acid was exchanged with PVA−phthalimide (5 kDa), with a catechol anchor group 59 synthesized according to a reported proce-dure. 58 Citric acid-coated nanoparticles were added (4.7 mg polymer/mg Fe) to the polymer dissolved in Milli-Q water, and the mixture was sonicated at room temperature overnight. The nanoparticles were subsequently recollected and dialyzed against water for 2 days to remove excess polymer.
3.1.2. Commercial Origin. SPIONs produced on an industrial scale were purchased from a commercial supplier (Chemicell GmbH, product name: FluidMAG-D-50, Starch, suspended in Milli-Q water). These colloidal suspensions were immediately stored and handled according to the manufacturers' specifications.
3.2. Nanoparticle Characterization. SPION iron concentrations were quantified by using the Prussian Blue colorimetric assay. 60 Nanoparticles were dissolved in a 6 M HCl/0.01 M HNO 3 solution. Then, 5% w/v of freshly prepared potassium hexacyanoferrate(II) trihydrate was added, and the absorbance at 690 nm was read after 10 min on a VICTOR3 1420 Multilabel Counter (PerkinElmer).
The morphology of the SPIONs was investigated with a FEI Tecnai F20 TEM operating at 200 kV. Samples were prepared by drying the nanoparticle suspensions on copper carboncoated mesh grids (400 mesh, Plano GmbH). The nanoparticles were previously treated with a macromolecular agent (bovine serum albumin) to avoid drying effects. 61 Images were recorded with an UltraScan 1000 CCD sensor (Gatan, Inc.) with an image resolution of 2048 × 2048 pixels. The core diameters of the synthesized iron oxide nanoparticles were assessed by automated size distribution analysis (ImageJ, v. 1.46r). However, this procedure was only limited to monodisperse and homogeneous batches, as large clusters, aggregates and anisotropic shapes skewed the results (Supporting Information).
Complementary investigations on size and stability were performed with a dynamic light scattering setup (3D LS Spectrometer, LS Instruments AG). The suspensions were diluted down to 50−100 μg Fe/mL, while data were collected at 21°C with a scattering angle of 90°and analyzed with a customized Mathematica script (Version 10.1, Wolfram Research Inc.). Hydrodynamic diameters and polydispersity indices are listed in the Supporting Information file.
3.3. AMF, LIT Setup, and FOC Measurements. All thermal experiments were performed with a commercially available AMF generator equipped with a nine-turn solenoid (radius: 3.5 cm; height: 4 cm) operating at 523.5 kHz and different field strengths (from 2.6 up to 17.7 kA/m).
LIT measurements were performed with a previously described custom-made setup 47 operating with an Onca Xenics (Onca-MWIR-InSb-320) thermal imaging device. All data were recorded with a modulation frequency of 1 Hz over 200 cycles. The samples (concentrations: 1.2 mg/mL for in-house SPIONs and 7 mg/mL for commercial nanoparticles) were investigated in the central cuvette of the designed sample holder for all analytical experiments, where the field strength was experimentally validated with a capture-coil device (three turns, diameter: 0.4 cm). Water was added to the remaining surrounding cuvettes to account for any heat generation not related to that induced by the nanoparticles (e.g., from the coil). SAR and ILP values were then deduced from the amplitude signal resulting from the LIT demodulation using eqs 30 and 7.
Standard temperature versus time measurements were monitored with fiber optic cables (FOC) (FOB100 operating with FOBS-2 fiber optic sensors, Omega Engineering). The samples were loaded into Styrofoam-insulated sample holders and left to equilibrate at 21−22°C for 20 min prior to every experiment. Changes in temperature were recorded for 120 s of magnetic stimulation, and the heating slopes were extracted by interpolating the first 12 s of the signal with a linear fit.
SAR and ILP values were deduced from the obtained heating slopes using eqs 16 and 7. All measurements were performed at least in triplicate to ensure reproducibility, while water was used as a reference background signal.
RESULTS AND DISCUSSION
4.1. Sample Holder Design. LIT is a technique that assumes that the stimulus, and thus the temperature variation of the sample, is periodically modulated at a defined frequency. 38 The method has been shown to be particularly useful in investigating SPIONs. 47, 52 Nonetheless, modeling the thermal behavior of the sample, i.e., the heat exchange with the environment, is a prerequisite to allow reliable and quantitative extraction of the heating slope. In this regard, conductive, convective and radiation phenomena are directly related to the geometry and material of the sample holder. 26 Current standards in the field (which mainly operate with fiber optic cables) usually include insulations to minimize these effects and reach near-adiabatic measurement conditions. 23 Experimentally, nonadiabatic systems and sample holders such as common Eppendorf or Falcon tubes, although frequently debated, 25, 26, 30 are typically used. 23 We thus engineered a sample holder intended to promote quasi-adiabatic conditions under an amplitude-modulated AMF. 62 The sample holder comprises nine half-spherical cavities (referred to in the text as cuvettes). The thermal diffusion length of pure water at 20°C is 0.21 mm for a modulation frequency of 1 Hz (Table 1) . Therefore, we designed the cuvette with a diameter of 4.0 mm. To create a "thermally thick" sample holder, the material was carefully selected: Polystyrene, which exhibits a diffusion length λ m of 0.19 mm at a modulation frequency of 1 Hz (Table 1) , was chosen as material. The sample holder thickness was set to be at least ten times higher d = 10 * λ. Hence the cuvettes were interspaced by at least 1.9 mm. The sample holder surface was left unpolished in order to minimize potential infrared reflections that could lead to disturbing signals. While the surface emissivity ε, which describes the ability of the sample surface to emit thermal radiation, strongly varies between materials, 38 a simple precorrection procedure can be performed before the LIT acquisition to avoid potential emissivity-related calculation errors. The thermal emission of each sample, including references, is recorded at the same known initial temperature before applying the AMF, and a correction factor can be derived for each sample to account for emissivity variations. Nonetheless, for all the measurements presented in this study, the emissivity variations of the samples were negligible, and precorrection was thus unnecessary.
4.2. Magnetic Field Inhomogeneities. Any comparative study relies on the premise that all the samples are exposed to identical conditions. However, the homogeneity of the magnetic field generated by a simple solenoid coil is usually only given in a very limited region, 42, 43 and variations in the AMF strength are common over an extended range. 26 Given the technical challenges of creating perfectly homogeneous AMFs, it should be assumed that even minimal variations in sample or sensor position, e.g. when exchanging samples during consecutive measurements, can lead to experimental differences. 26 We therefore characterized the strength of the coil using the aforementioned sample holder with citrate-coated SPIONs as calibration units (Supporting Information, Figure S1 , for details on size and coating). To do so, we loaded all nine cuvettes of the sample holder with the same amount and concentration of magnetic nanoparticles (16 mg/mL). A LIT recording of this layout immediately revealed the disparities in the magnetic field in the XY plane (Figure 2A) , as the heating power of the nanoparticles, although identical in batch, material and concentration, was not identical in all cuvettes and we observed variations in the heating slopes (i.e., up to 17%, Figure 2 .B) depending on the position of the sample. Given that the field strength was previously measured with a capture-coil device in the central cuvette, LIT recordings enabled the back-calculation of the field strength in every other respective cuvette ( Figure  2C ) using the magnetocrystalline anisotropy constant values estimated from the SAR values obtained from the sample in the central cuvette.
To provide a more extensive impression of the AMF strength within the entire coil, the holder was moved through the coil along the Z axis, while LIT acquisitions were continuously made at every increment (i.e., 5 mm, Figure 2D ). Once again, these data were compiled in accordance with their spatial coordinates. The field intensity along the coil was also calculated with the pick-up coil: The results and a comparison with the theoretical ones are reported in the Supporting Information, Figure S4 . Figure 2 . Inhomogeneities in the alternating magnetic field can be visualized by LIT. Magnetic field inhomogeneities will unavoidably lead to different results (e.g., while repositioning the sample). By using LIT, these variations can be visually rendered over the XY plane. This is done by loading identical nanoparticle solutions in all sample cuvettes and investigating their thermal signatures (A). Discrepancies in the heating profiles (B) are thus revealed, and are used to calculate the magnetic field strength in the respective cuvettes (C). For variations in the Z axis, the procedure is repeated while gradually displacing the sample holder in the coil (D). In this case the field is calculated at each height for the central cuvette.
ILP Dependence on the Magnetic Field Strength.
A precise knowledge of the AMF distribution within the coil is fundamental for an accurate determination of SAR. Nevertheless, this parameter strongly depends on the field strength. 33, 64 Therein, the ILP was introduced by Kallumadil and colleagues 39 in 2009 as a move toward a systemindependent parameter and was intended to facilitate comparison between studies. Although the ILP has been used frequently in the literature, the degree to which it experimentally varies over a broader selection of field strengths is still an open topic of investigation. 51 Therefore, in a preliminary trial, we investigated the SAR and ILP values of custom-made SPIONs (Figure 3A ,B; see Supporting Information for details on size and coating) as a function of field strength while keeping the frequency constant. Indeed, a dependence of the ILP on the magnetic field was observed in this series of measurements ( Figure 3B ). In particular, the ILP was not constant and exhibited a tendency to increase when the magnetic field strength decreased. To validate these results, simulations ( Figure 3A ,B) and FOC measurements (Supporting Information, Figure S5 ) were performed and compared to the recorded values. These data were in good agreement with the experimentally measured values, and confirmed that the variations in the ILP are a consequence of the field-dependent magnetic susceptibility of the nanoparticles. 39, 41 In this regard, the LRT predicts that the susceptibility, as shown in eqs 4 and 5, depends on the applied magnetic field, as well as on the size distribution.
We furthermore investigated the thermal behavior of SPIONs of commercial origin. Obtained by aqueous coprecipitation from iron salt precursors with a base, these SPIONs exhibited a drastically different size (distribution) and shape from the custom-made SPIONs synthesized by thermal decomposition (see Supporting Information for TEM micrographs). The experiments were performed on three nominally identical samples that all originated from the same supplier but were from different production batches. These suspensions were aliquoted at identical concentrations and their thermal properties were again measured as a function of the field strength (i.e., from 2.6 kA/m up to 13.9 kA/m). Again, ILP values exhibited a similar behavior as observed previously, with an overall increase in relation to a decreasing magnetic field strength ( Figure 4B ). Given the absolute ILP values, it should be noted that the recorded data related to previously reported results on the same nanoparticles (i.e., between 1.31 and 2.67 nHm 2 /kg), 39 in particular when a comparable field range was applied (i.e., around 5−6 kA/m).
Finally, another important source of variability was highlighted in these measurements: that nanoparticle batches, despite having been made under identical conditions, may vary considerably in their heating power. Indeed, from the SAR and ILP values recorded from these apparently identical samples (see Figure 4A ,B and Supporting Information, Figure S6 , for FOC measurements), significant batch-to-batch variations of up to 30% were evident. These discrepancies, observed previously by Kallumadil and colleagues, 39 were ultimately associated with differences in the physical properties of the batches. In particular, while TEM micrographs showed that all samples exhibited fairly similar structures (Supporting Information), their hydrodynamic diameters measured by DLS were different, being 57 ± 4 nm (sample 1), 50 ± 2 (sample 2) and 39.6 ± 0.9 nm (sample 3), respectively. This shows that particles originating from the same synthetic method exhibit different physical properties, e.g. their hydrodynamic diameters, and that these divergences fundamentally relate to the heating abilities of the SPIONs.
CONCLUSIONS
Although magnetic nanoparticles and their applications are on the rise, their translation to the clinic still remains limited. The reason for this might lie in the difficulties related to improving the chemical design of the nanoparticles in terms of synthetic reproducibility, biocompatibility, and thermal efficiency. In order to do this, correct analysis of their heating behavior is imperative. In this respect, we have recently introduced lock-in thermography (LIT) as a new reliable technique for quantifying the heating properties of SPIONs in different colloidal states and at different concentrations. 47, 52 The present work discusses the theory behind LIT and gives a detailed description on how this technique can be implemented to investigate critical aspects that can impair quantification of the heating power. The effect of magnetic field strength has been evaluated, both in regard to spatial inhomogeneities and its relation to the ILP. Indeed we have shown that discrepancies between ILP values as a function of magnetic field strength can be substantial. Nevertheless, due to the difficulty of providing a systemindependent analytical solution to this query, the authors still believe that the ILP can represent a very relatable comparative unit, provided that each value is correlated by the field strength used in a given study and that a series of ILP values are given for a specific particle batch. Given these insights, we hope that these notions will lead to more relatable results among groups, and consequently a higher degree of consensus within the community on which materials are more suitable for future applications.
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